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Background: The purpose of this study was to provide additional data on the experience with 
frameless copper and levonorgestrel (LNG) intrauterine devices (lUDs) in nulliparous and 
adolescent women. 

Methods: Nulliparous and adolescent women, 25 years of age or younger, using the frameless 
copper lUD or the frameless LNG-releasing intrauterine system (lUS), were selected from 
previous studies and a current multicenter post-marketing study with the frameless copper lUD. 
The small copper-releasing GyneFix® 200 lUD consists of four copper cylinders, each 5 mm 
long and only 2.2 mm wide. The frameless FibroPlant® LNG-IUS consists of a fibrous delivery 
system releasing the hormone levonorgestrel (LNG-IUS). The main features of these intrauterine 
contraceptives are that they are frameless, flexible, and anchored to the fundus of the uterus. 
Results: One hundred and fifty-four nulliparous and adolescent women participated in the 
combined study. One pregnancy occurred with the GyneFix 200 lUD after unnoticed early 
expulsion of the device (cumulative pregnancy rate 1.1 at one year). Two further expulsions 
were reported, one with the GyneFix 200 lUD and the other with the FibroPlant LNG-IUS. The 
cumulative expulsion rate at one year was 1 . 1 with the copper lUD and 2.2 with the LNG-IUS. 
The total discontinuation rate at one year was low (3.3 and 4.3 with the copper lUD and LNG- 
IUS, respectively) and resulted in a high rate of continuation of use at one year (96.7 with the 
copper lUD and 95.7 with the LNG-IUS, respectively). Continuation rates for both frameless 
copper lUD and frameless LNG-IUS remained high at 3 years (>90%). There were no cases of 
perforations or pelvic inflammatory disease reported during or following insertion. 
Conclusion: This report confirms earlier studies with frameless devices and suggests that 
the high user continuation rate is attributable to the optimal relationship between the lUD and 
the uterine cavity. lUD studies have shown that an lUD that does not fit well will often lead 
to side effects (ie, pain, bleeding, embedment, expulsion) and subsequent removal of the lUD. 
Early discontinuation is not the aim of long-acting reversible contraception. 
Keywords: GyneFix®, FibroPlant®, frameless, intrauterine device, intrauterine system, efficacy, 
tolerance, continuation rate 

Introduction 

Intrauterine devices (lUDs) are long-acting reversible contraceptive (LARC) methods 
suitable for use by nulliparous and adolescent women. Sufficient evidence has shown 
that they do not increase the long-term risk of pelvic infection and subsequent infertility. 
They could be an excellent option to prevent unintended pregnancy. However, studies 
in the 1970s and 1980s, and also recently, based on in vivo measurements of uterine 
cavity length and width, concluded that uterine cavities differ substantially between 
women and that many uterine cavities are extremely narrow.'^ Prior to this research. 
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lUD developers did not take this important factor into account. 
At that time, developers may have concluded that the parous 
uterine cavity is capable of adaptation to a larger size lUD. 
However, the inventor of the plastic T-shaped lUD, Dr Howard 
Tatum, who designed the T based on anatomical studies con- 
ducted on human extirpated uteri (of parous women), came to 
the conclusion that lUDs, in order to be well tolerated, should 
cause a minimum of distortion of the endometrial cavity 
during the maximum degree of the contraction phase.' Ten 
years later, Hasson, Kurz, and others demonstrated the great 
disparity between uterine cavities, particularly the transverse 
dimensions of the cavity, which were found to be on average 
only 2.5 cm in the fiindal area in nulliparous women and only 
marginally wider in women who had given birth.^"^ Similar 
dimensions were observed by Benacerraf et al in the USA 
using three-dimensional sonography* At the time of the devel- 
opment of the T-shape design, lUDs were not recommended 
for use in nulliparous women because of fear of infection 
and subsequent infertility, let alone for use in adolescent 
women. For a long time, the TCu 3 80A (ParaGard®; Duramed, 
Pomona, NY, USA) was not recommended by the US Food 
and Drug Administration, a decision which changed in 2005 
but is still in force for the Mirena*' levonorgestrel intrauterine 
system (LNG-IUS; Bayer, Berlin, Germany). 

Oral contraceptives, the contraceptive patch, and the 
vaginal ring are less effective in practice than lUDs, as typical 
pregnancy rates, during the first year, are 9% for these three 
methods and high discontinuation rates are observed.' Many 
lUD trials in nulliparous and adolescent women have pro- 
duced discouraging results (see Discussion section). It seems 
that there is little hope for the lUD to solve the problems of 
unintended pregnancies, unless lUD technology is revisited. 
Therefore, the challenge for researchers remains. 

The frameless GyneFix* 200 lUD (Contrel Research, 
Ghent, Belgium) has been described previously (Figure 1).'° 
The FibroPlant® LNG-IUS (Contrel Research) is a multi- 
component system consisting of a nonbiodegradable thread, 
the proximal end of which is provided with a single knot. 
Attached thereto is a 3 .5 cm long and approximately 1 .6 mm 
wide fibrous delivery system, releasing approximately 20 |J,g 
of LNG per day. The system is effective for 5 years. The 
fiber is fixed to the anchoring thread by means of a stainless 
steel clip 1 cm from the upper part of the anchoring knot. 
The anchoring knot is implanted into the myometrium of the 
uterine fundus like the GyneFix 200 lUD, thus permanently 
securing the implant in the uterine cavity (Figure 2). 

A review of clinical results with the frameless copper 
lUDs was reported previously. ' ' The current report focuses on 




Figure I The smalt GyneFix® 200 lUD (Contrel Research, Ghent, Belgium) is shown 
inserted in a foam uterus. 

Notes: The GyneFix® 200 lUD is only 2 cm long. Its small surface area is 1/3 of 
that of the conventional T-shaped lUDs such as TCu380A (ParaGard®; Duramed 
Pharmaceuticals Inc., Pomona, NY, USA). 
Abbreviation; lUD, intrauterine device. 




Figure 2 The FibroPlant® LNG-IUS is shown inserted in a foam uterus with stainless 
steel clip at the upper end (arrow). 

Note: FibroPlant LNG-IUS, Contrel Research (Ghent, Belgium). 
Abbreviations: lUS, LNG-releasing intrauterine system; LNG, levonorgestrel. 
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the use of the small version (GyneFix 200) with an effective 
copper surface area of 200 mm^ and the frameless LNG-IUS 
in young nulliparous and adolescent women with the objec- 
tive to assess their acceptability and continuation rates. 

Materials and methods 

The data for the current study were extracted from an earlier 
study'^ with the frameless copper lUD (small version) and 
supplemented with data recently collected from a currently 
ongoing post-marketing study. Data for the frameless LNG- 
IUS in nulliparous women younger than 25 years of age and 
adolescent women were taken from previous contraceptive 
studies'^ with this system. 

Five centers participated. The copper lUD studies were 
approved by the ethics committees of the University of Ghent, 
Belgium, and the Tianjin Municipal Institute for Family 
Planning, Tianjin, People's Republic of China. Patients were 
also included who were participating in another study with the 
same copper lUD. The use of the FibroPlant LNG-IUS was 
approved by the ethics committee of the University of Ghent. 

All participants in the study were screened as to their 
clinical suitability for lUD insertion and compliance with the 
World Health Organization eligibility criteria. The following 
were excluded: women with a history of pelvic inflammatory 
disease, a history of ectopic pregnancy, recent sexually trans- 
mitted disease, undiagnosed genital tract bleeding, known or 
suspected congenital genital tract malformation, known or 
suspected genital malignancy, multiple uterine fibromyomas 
associated with menstrual disorders, and clinical or laboratory 
evidence of anemia as locally defined. After gaining informed 
consent for participation in the study, a medical, obstetric, and 
gynecological history was obtained from each subject. 

The subjects were requested to return for follow-up after 
the first menstruation and at 6 and 12 months after insertion 
and yearly thereafter. Women were told by the physician to 
return to the clinic at any time if they experienced any prob- 
lems with the device and were free to return to the clinic at 
any time and request removal of the device. 

All pertinent data at insertion and follow-up were recorded 
and included in an Excel (Microsoft Corporation, Redmond, 
WA, USA) file which was sent to the data coordinating cen- 
ter at the Department of Medical Informatics, University of 
Ghent, where they were managed according to standard pro- 
cedures. The rates of discontinuation for individual reasons 
and groups of reasons were computed following the standard 
definitions used for World Health Organization contraceptive 
and lUD clinical trials. Life table analysis was conducted 
using the R statistical language enviromnent'^ (version 3.0.1), 



and the cumulative termination and continuation rates were 
computed using survival analysis methods."" " 

Results 

All women were 25 years of age or younger at the time 
of insertion of the lUD. Insertions were done by trained 
providers. The age distribution of the users is shown in 
Table 1 . One hundred and fifty-four nulliparous, including 
adolescent, women participated in the combined study. There 
were 104 GyneFix and 50 FibroPlant users. Of these women, 
27 adolescents participated in the GyneFix study and 22 in the 
FibroPlant study, respectively. Their mean age was 20.5+3.0 
(range 14-25) years. The mean duration of lUD and lUS use 
was 22.5+12.9 (range 1-90) months for the GyneFix 200 
lUD and 37.9+19.7 (range 2-85) years for the LNG-IUS 
(Table 2). 

No insertion failures occurred. The event and one-year 
cumulative gross rates per 100 women are presented in 
Table 3. One pregnancy occurred with the GyneFix 200 lUD 
after unnoticed early expulsion of the device (cumulative 
pregnancy rate 1.1 at one year). Two further expulsions 
were reported, one with the GyneFix 200 lUD and the other 
with the FibroPlant LNG-IUS. The cumulative expulsion rate 
at one year was 1.1 with the copper GyneFix lUD and 2.2 
with the LNG-IUS. The total discontinuation rate at one year 
was low (3.3 and 4.3 with the copper lUD and the LNG-IUS, 
respectively) and resulted in a high rate of continuation of use 
at one year (96.7 with the copper lUD and 95.7 with the LNG- 
IUS). Continuation rates for both the frameless copper lUD 
and the frameless LNG-IUS remained high at 3 years (>90%). 



Table 1 Age distribution 


of the GyneFix® 


and FibroPlant®-LNG 


contraceptive users (all women <25 years) 




Age 


GyneFix 


FibroPlant 


(years) 


n=l04 


n=50 


Mean (SD) 


20.8 (2.8) 


19.8 (3.2) 


Range 


(14, 25) 


(IS, 25) 


Note: GyneFix, Contrel Research {Ghent, Belgium). FibroPlant, Contrel Research. 


Abbreviation: LNG, levonorgestrel. 




Table 2 Distribution of the duration of u 


sage of the GyneFix® 


and FibroPlant®-LNG 






Duration 


GyneFix 


FibroPlant 


(months) 


n=l04 


n=50 


Mean (SD) 


22.5 (12.9) 


37.9 (19.7) 


Range 


(1,90) 


(2, 85) 



Notes: Mann-Whitney U-test: P<O.OOI. GyneFix, Contrel Research (Ghent, 
Belgium). FibroPlant, Contrel Research. 
Abbreviation: LNG, levonorgestrel. 
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Table 3 Event and cumulative gross discontinuation rates per 100 women/year in 104 GyneFix® users and 50 levonorgestrel-releasing 
FibroPlant® contraceptive users 





GyneFix 




FibroPlant 






n Ritt-t^ Q^°/L Cl 




n Ra1-«i (^^\ Cl 
n naic isci 73/0 ^1 












At" 1. vpAfc 


Accidental pregnancy 


1 1 1 / 1 f\o\ rn mv c f\oi 
I I.I (I.Uo) [U.Uz/— 0.U7J 


1 1 / 1 no\ rn m7 l noi 
I.I (I.Uo) [U.UZ/— 0.U7J 






Expulsion 


~) 1 1 /n 7£.\ rn 1 "3 ion 
Z I.I [y./o) [U. Ij— J.7IJ 


T Q / 1 QQ\ rn "iA 1 n tat 
Z.o (l.7o) [U.JT— lU.Z^J 


1 T T /T 1 c\ rn C\CA 1 "> 1 71 

1 Z.Z \L. 1 J j [U.UD'I— I Z. I / J 


T T /T 1 c\ rn ncA n 1 7i 
Z.Z ^Z. 1 dJ [U.Uj^I — 1 Z. 1 /J 


Planned pregnancy 


1 1 1 / 1 1 '3\ rn mo ^. "jti 
1 I.I (^I.IjJ [U.UZo— o.j/J 


1 1 /I 1 rn mo £. "371 
I.I (I.IjJ [U.UZo— o.j/J 


1 T T /T 1 c\ rn C\^A 1 "> 1 71 
1 Z.Z yJ.. 1 J J [U.Ud'I— I Z. I / J 


T T /T 1 c\ rn ncA n 1 7i 
Z.Z ^Z. 1 dJ [U.Uj*I — 1 Z. 1 /J 


Total use- related 


4 3.3 (1.63) [0.89-8.44] 


J. 1 \^-' / ) [_I.J/ — li.7jj 






discontinuation 
















GyneFix 


FibroPlant 


Women recruited 






104 


50 


Continuing users 






97 


47 


Lost to follow-up 






3 


1 


Woman-months of use (total period) 




6,304 


4,635 


Cumulative continuation rate per 100 women at one year 




96.7 


95.7 



Cumulative continuation rate per 1 00 v/omen at 2 years 94.9 95.7 

Cumulative continuation rate per 100 v/omen at 3 years 94.9 95.7 

Notes: GyneFix, Contrei Research (Ghent, Belgium). FibroPlant, Contrei Research. 
Abbreviations: Cl, confidence interval; SE, standard error. 



There were neither perforations nor pelvic inflammatory 
disease cases reported during or following insertion. 

Discussion 

LARC are considered important for reducing the number 
of unintended pregnancies. The American College of 
Obstetricians and Gynecologists found that LARC methods, 
ie, lUDs and contraceptive implants, are safe and appropriate 
methods for most women and adolescents. Winner et al foimd 
that US women using the oral contraceptive pill, transdermal 
patch, or vaginal ring had a risk of contraceptive failure that 
was 20 times higher than the risk among those using LARC 
methods." Some reproductive health professionals have 



concluded that the contraceptive model should be changed 
by making LARC the default option,^" because improved 
uptake of LARC may significantly decrease the numbers of 
unintended pregnancies and induced abortions and generate 
health care cost savings by reducing contraceptive nonadher- 
ence.^' Trussell et al found that LARC methods are much more 
effective than short-acting reversible contraceptive methods.^^ 
The Contraceptive CHOICE Project (CHOICE) was devel- 
oped to promote the use of long-acting methods in the St. 
Louis region, most subjects aged 18 years and older selected 
intrauterine contraception (-70%).^' However, current lUDs 
have a number of drawbacks, particularly when used in young, 
nuUiparous, and adolescent women.^'' 



Table 4 Results with Mirena® and ParaGard® in young nulliparous and adolescent women 



Reference 
(study design) 



lUD/IUS 



Expulsion (%) 



Removal for bleeding 
and pain (%) 



Continuation after 
6 months to I year (%) 



Paterson et aP^ 

Questionnaire 
Suhonen et aP' 

RCT versus OC 
Teal et al" 

Retrospective 
Brockmeyer et aP° 

Prospective 
Garbers et al" 

Retrospective (6 months) 
Berenson et al'° 

Large, retrospective 
Rasheed et aP' 

Prospective (6 months) 
Aoun et al" 

Retrospective 



Mirena 
Mirena 

ParaGard/Mirena 

ParaGard/Mirena 

ParaGard/Mirena 

ParaGard/Mirena 

ParaGard 

ParaGard/Mirena 



1.2 

16.7/13.3 
7 

4.2 
? 

10 
6.7 



20 

18.2/22.7 
17(0 
I I 

32.8/19.7 (i5-l9y) 
32.0/21.5 (20-24y) 
41.7 

19.6 



85 
79.8 
55 
65 

74.5 (6 months) 

79.8/88.2 (I5-I9y) 
84.1/87.7 (20-24y) 
58.3 (6 months) 

80.4 



Notes: ParaGard, Duramed Pharmaceuticals Inc. (Pomona, NY, US). Mirena, Bayer (Berlin, Germany). 

Abbreviations: RCT, randomized controlled trial; OC, oral contraception; lUD, intrauterine device; IDS, intrauterine system; ?, unknown; y, years old. 
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Table 4 provides the results of several international 
studies with ParaGard and Mirena in young nulliparous and 
adolescent women. The following comments were made by 
one of the authors: 

Suboptimal continuation of lUDs undermines their potential 
to reduce unintended pregnancy. Continuation over time is 
the primary determinant of effectiveness for lUDs. Early 
discontinuation has numerous drawbacks, requiring expen- 
diture of clinical resources and reducing the documented 
cost-effectiveness of the method.^' 

Early discontinuation also places women at risk of unin- 
tended pregnancy, as women who discontinue highly effec- 
tive contraceptive methods frequently move to less effective 
methods. Many women who discontinue a method move to 
no method at all. Other authors commented that the most 
plausible cause of early discontinuation is disproportion 
between the lUD and the uterine cavity.^"'^' 

The aim of researchers is to improve birth control 
methods or to find new methods that are more accept- 
able to women, provide a better quality of life, and are 
designed so that the majority of women keep using the 
lUD/IUS for the full approved duration of action of the 
device. Following a usual simple act, of insertion of the 
lUD/IUS, LARC have the potential to provide long-lasting 
protection, provided that the method is efficacious and 
well tolerated. Current copper lUDs have several ideal 
characteristics. They are highly effective, but most should 
be optimized to adapt to smaller uterine cavities. Shipp 
et al concluded that patients with embedded lUDs have 
a smaller fundal endometrial cavity diameter compared 
with those with normally placed lUDs, as documented 
using three-dimensional sonography of the uterus. He also 
suggested preprocedural three-dimensional sonography 
for women who are lUD candidates." Otero-Flores et al 
tested a smaller T-shaped model in Mexico and obtained 
good results.^'' It is evident that these smaller lUDs will 
be better tolerated by young nulliparous women because 
they fit better. The study by Otero-Flores et aP"* was 
criticized, and it was proposed to conduct a randomized 
comparative study between the standard TCu 3 80A and the 
smaller version to confirm that the smaller TCu 380 lUD 
(Duramed Pharmaceuticals Inc.) provides substantial ben- 
efits. However, one can argue about whether conducting 
such a study in young nulliparous and adolescent women 
is ethical considering the small size of the uterine cavity 
in the majority of these young women. 

lUDs should fit like precision devices used in medicine 
and dentistry in general. There are many examples of designs 



that should fit perfectly to avoid side effects and functional 
problems, eg, heart valves, dental implants, and various kinds 
of prostheses. Vaginal rings for the management of prolapse 
come in several sizes, as do speculums. lUDs belong to this 
category of devices that need to fit well. Unfortunately, many 
providers still use one size for all women and insert the lUD 
even if the uterus is too small. 

Three-dimensional sonography has shown great value in 
evaluating the uterine cavity, and the variation in size and shape 
between women has been demonstrated. Three-dimensional 
imaging is also valuable to determine the precise location of 




Figure 3 TCu 380A {ParaGard®, Duramed Pharmaceuticals Inc., Pomona, NY, 
USA) intrauterine device causing bleeding and pain due to severe disproportion 
(left, Courtesy of Dr Shipp, Department of Obstetrics and Gynecology, Brigham and 
Women's Hospital, Harvard Medical School, Boston, MA, USA) and a levonorgestrel- 
releasing intrauterine device {Mirena® [Bayer, Berlin, Germany], right). 
Notes: Both devices have a transverse arm measuring 32 mm. The space between 
the arrows indicates the width of the uterine cavity. 




Figure 4 3-D ultrasound of GyneFix® 200 lUD (Contrel Research, Ghent, Belgium) 
(left), illustrating the compatibility of the frameless lUD and frameless LNG-IUS (right) 
with very narrow uterine cavities of young adolescent and nulliparous women. 
Note: The fundal width is indicated by the space between the arrows. 
Abbreviations: lUD, intrauterine device; lUS, LNG-releasing intrauterine system; 
LNG, levonorgestrel. 
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the stem and transverse arm of the lUD in the uterine cavity. 
Research can use this new technology to design new and 
improved lUDs. A new generation of lUDs could be developed 
which adapt to the width of the uterine cavity. Uterine cavities 
with a transverse diameter at the fundus of less than 20 mm are 
now seen more often (Figures 3 and 4). These small cavities are 
found frequently during ultrasound examination particularly 
in young women. On average the uterine cavity is smaller than 
the width of most current intrauterine contraceptives. A recent 
study in Finland conducted in 165 nuUiparous women, fitted 
with a T-shaped LNG-IUS and a T-shaped copper lUD with 32 
mm transverse arm, found a median transverse fundal diam- 
eter of the uterine cavity of 24.4 mm. One hundred and one 
(62.7%) women had a transverse diameter at the fiindus of less 
than that. The smallest diameter was 13.8 mm." Moreover, 
experience has shown that uterine cavities decrease in size as 
a consequence of prolonged use of the LNG-IUS. Therefore, 
one can question if the specialist provider should insert an 
lUD/IUS in a young woman without having an indication 
of the size of the uterine cavity. Three-dimensional imaging 
and hysteroscopy have shown embedded T-shaped lUDs, 
lUDs' retention arms that have penetrated or perforated the 
uterine wall, and translocation of lUDs. Figure 3 shows some 
examples that demonstrate the risks a woman faces when an 
lUD does not fit. lUDs that adapt to the volume changes of the 
uterine cavity and frameless lUDs could be ideal for solving 
incompatibility problems and the frequent side effects that 
lead to discontinuation. 

A recent review article reports on randomized and non- 
randomized studies conducted with the frameless GyneFix 
200 lUD in parous and nulliparous women." The design 
of the frameless copper lUD, due to its absence of a hori- 
zontal dimension and flexibility, explains its adaptation 
in cavities of every size and shape. These characteristics 
do not allow the uterus to exert expulsive forces on the 
lUD, in contrast with conventional lUDs. As the smaller 
200 mm^ version has efficacy similar to that of the larger 
330 mm^ version, and does not significantly increase 
menstrual blood loss, it was thought to be more suitable 
for adolescent and young nulliparous women. The high 
effective surface area, significantly greater than that of the 
conventional copper lUD with its nominal surface area of 
200 mm^, allows a reduction in the overall surface area 
of the lUD.^" The one-dimensional design of the frame- 
less LNG-IUS explains its high acceptability and high 
continuation of use. 

An interesting observation is that continuation rates after 
the first year with the frameless GyneFix 200 lUD and the 



frameless LNG-IUS remain high (over 90% at 5 years) due 
to the low rates of removal for bleeding and pain, whereas 
these rates reduce by up to 10% each year with conventional 
T-shaped lUDs." 

Figure 4 illustrates the position of the frameless lUD in the 
uterine cavity as well as the dimensional compatibility, even if 
the fundal transverse diameter is sometimes extremely small. 

A drawback of this study is its relatively small patient 
population. A comparative study between the frameless lUD 
and framed lUDs would most certainly provide additional 
information as to the acceptability and continuation of use 
of these devices. Future studies should also focus on three- 
dimensional and hysteroscopic evaluation of lUDs/IUSs, 
including cavity dimensions, with respect to side effects and 
expulsion. This study was conducted by highly experienced 
providers. Less experienced providers have higher insertion 
failure rates and should be advised to become proficient by 
using the uterine model (Home Uterine Trainer) provided by 
the manufacturer. 

Conclusion 

The high failure rate of short-acting contraceptive methods 
indicates a need to recommend LARC to young women, 
which once inserted can be forgotten." '* Many adolescent 
and nulliparous women prefer the lUD over non-LARC meth- 
ods when they are properly informed about the advantages 
over short-acting methods. They are interested in safe, effec- 
tive, well tolerated, and long-acting contraception. The study 
reported here suggests that the frameless lUD and frameless 
lUS, due to their optimal relationship with the uterine cavity, 
are well accepted, resulting in high continuation rates, which 
is the aim of LARC. 
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